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LASER ANGLE MEASUREMENT SYSTEM 


I. INTRODUCTION 

This document is the final report on contract NASI -16546 . The document 
covers the system configuration, operation, and alignment of the Laser Angle 
Sensor for the National Transonic Wind Tunnel. 

The Laser Angle Sensor is designed to measure the pitch attitude of a model 
in the National Transonic Facility (NTF). The sensor consists of an optical 
unit (above the test section), a retroref lector assembly (on the model), a 
thermal control chassis (outside the entrance to the test section), and an 
electronic processor (in the control room). 

The operation of the sensor is based on optical interference. The optical 
unit projects a set of laser beams onto the model. The retroref lector assem- 
bly generates interference fringes, where the fringe spacing is a function of 
wavelength. Two laser wavelengths are used to provide an unambiguous phase 
difference over a 40 degree model attitude. This allows update of the 
absolute pitch attitude following loss of signal due to nitrogen fog or other 
circumstances. 

The lower part of the optical unit contains a beam pointing assembly. This 
capability is required in order to keep the measurement beam centered on the 
model retroreflector assembly as the tunnel expands and contracts and as the 
model attitude changes. The range of the pointing assembly is approximately 
20 degrees in either direction from the vertical axis. 
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II. 


OPTICAL/MECHANICAL ASSEMBLY 


The optical/mechanical assembly consists of an upper optical unit that con- 
tains the helium-neon and gallium arsenide lasers, a temperature controller 
for the diode laser, beam combining and scanning optics, signal and reference 
beam detectors, and buffer amplifiers for driving the cables to the control 
room. The upper unit is designed to operate at room temperature and with one 
atmosphere pressure. Flowing nitrogen gas is used for cooling when the tun- 
nel runs hot. Film heaters on the inner walls are used to heat the unit when 
the tunnel is cold. Optical and electrical damage can occur if the environ- 
mental conditions are not controlled. Some potential effects are delamina- 
tion of the interference filters, breakage of the glass windows on the detec- 
tors, failure of the electronic components, motor bearing failure, and 
decreased lifetime of the diode laser. 

The lower optical unit contains the beam pointing hardware, the laser beam 
collimating optics, the reference reflector (for measuring the exit beam 
angle), a small reference mirror (to provide an electrical phase reference), 
an oscillating mirror (for reacquisition of absolute angle), a muffin fan, 
and an exit window. The lower unit has temperature control (via film 
heaters), but the pressure is not controlled. Three pressure windows couple 
the laser beams between the upper and lower units. Dry nitrogen purge gas is 
introduced at the top of the lower unit and exits through a gap on either 
side of the exit window. 



Upper Optical Unit 


Figure 1 is a plan view of the upper optical unit. The He-Ne laser beam 
reflects off of a pair of 45 degree mirrors into an anamorphic collimator. 
The He-Ne collimator consists of a double convex cylindrical lens to expand 
the beam into a fan in the horizontal plane and a plano-convex cylindrical 
lens to recollimate the fan beam. The collimator produces a beam that is 
approximately 25 mm wide and 2 mm high. The beam can be rotated by rotating 
the lens assembly. The collimation adjustment is made by sliding the small 
cylindrical lens mount in and out. Rotation of the small lens mount aligns 
the transverse axes of the two cylindrical lenses. 

The diode laser is mounted on a heat sink supported by a pair of thermo- 
electric heater/coolers. The heat sink temperature is controlled by varying 
the magnitude and direction of the electrical current through the thermo- 
electric elements. The current through the diode laser is controlled to pre- 
vent excess heating of the output facets. The control electronics also 
includes provision to prevent damage to the laser during the turn-on 
transient. 

The diode laser collimator is a 2-element system designed to minimize 
spherical aberration. A cylinder lens at the output end increases the 
length/width ratio of the beam to increase the optical efficiency. Beam 
collimation is adjusted by moving the laser assembly fore and aft in the 
mount. The height is adjusted by rotating the knurled knob at the diode 
laser end. Rotation of the other end rotates the laser itself. (Note that 
the two knurled elements do not have coincident axis. The eccentricity is 
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Figure 1: Upper Optica I Unit 




used for the height adjustment). Lateral adjustment by sliding the mount 
sideways is done after setting the proper height. 

The two laser beams are combined with a dichroic filter that reflects He-Ne 
light and transmits infrared. Proper adjustment of the collimators, dichroic 
filter, and large 45 degree mirror results in a pair of beams that are super- 
imposed both at the exit of the dichroic filter and at the holographic dif- 
fuser. A video camera is very useful for checking the alignment of the two 
lasers. The diode laser beam is invisible to the eye, but shows clearly on 
the monitor of a solid state or vidicon camera unit. 

The combined beams are internally reflected at a prism below the motor mount. 
The holographic diffuser should be removed for initial alignment, as the 
beams should be centered in the rectangular aperture on the lower face of the 
prism. After reflection from the prism, the beams illuminate a row of lenses 
on the lens drum. 

Adjustment of the beams at the lens drum should be done with the folding 
mirror near the holographic diffuser rather than by sliding the motor in its 
mount or by sliding the lens drum on the motor shaft. The position of the 
lens drum determines the location of all return beams relative to the 
detector aperture, so it should not be changed unless absolutely necessary. 
If the drum must be removed (such as for motor replacement), measure and 
record the lens drum to motor mount separation and the motor shaft end 
position relative to the drum. Reassemble to these measurements, then slide 
the motor very slightly to peak up the model reflector signal. Check to 
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insure there is no vignetting as the reflector is moved throughout the exit 
beam. 

There are five detector /preamp boxes in the upper unit. These are for 
visible and infrared signal beams from the model, reference retroref lector 
visible and infrared beams, and for generating an electrical reference phase. 
The retroref lector returns (model and reference) impinge on dichroic 
splitters that reflect the He-Ne light into the detectors below the He-Ne 
laser while transmitting the infrared diode laser beams. Small mirrors above 
the dichroics reflect the infrared beams into the detectors. Interference 
filters with 3 nm bandwidths are located behind the aperture plates on the 
He-Ne detector boxes. The infrared detectors have RG 715 Schott glass 

filters. The reference detector has a rectangular mask at the entrance 

aperture that matches the lens spacing on the lens drum. There is no 

spectral filter in the reference detector box. 

All detector boxes have a metal mask at their entrance aperture. The mask is 
located at the focal plane of the large collimating lens in the lower optical 
unit. Inside each box is a fast aspheric lens that images the collimating 

lens aperture onto the detector. This prevents vignetting of the marginal 

rays. 

Lower Optical Unit 

Figure 2 shows the lower optical unit. The input beams enter through a 76 mm 
pressure window at the top and propagate down to the 128 mm diameter F/5 

collimating lens. The collimated He-Ne and diode laser beams are directed 
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INPUT BEAM CENTERLINE 



Figure 2: Lower Optical Unit 
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onto the model retroreflector with the two folding mirrors. The oscillating 
mirror is driven on demand through about 0.5 degrees by use of a motor and 
cam arrangement. This feature is used for removing the effect of dual 
wavelength phase nonlinearity during coarse angle reacquisition. 

Both folding mirrors are gold coated for high reflection properties at both 
He-Ne and diode laser wavelengths. The gold coating is soft, so care must be 
exercised when cleaning. The recommended cleaning technique is the same as 
for laser cavity mirrors, i.e., place a lens tissue on the mirror, drip on a 
small amount of residue free solvent (acetone or alcohol), then drag the 
tissue off the edge of the mirror, using surface tension to hold the tissue 
onto the mirror. Cleaning is not required often, as the system was designed 
to operate reliably with quite a lot of visible dust and dirt on the mirrors. 

The exit beam direction is controlled by the linear actuator and pointing 
mirror. The maximum angular change is approximately 20°. The direction of 
the outgoing beam is measured with the reference retroreflector. The 
reference retroreflector uses a 6° deviation prism to refract the reflected 
infrared and visible beams back through the collimating lens, through the 
center pressure window, and onto the reference reflector detectors. The 
reference hologram disc has an etched diagonal strip (on the glass surface) 
to prevent retroref lection into the signal detectors. 

The small 3 mm square mirror positioned below the collimating lens provides 
an optical signal for generating an electrical reference with constant phase 
relative to the lens drum. The mirror is adjusted in two axes via a push- 
pull screw arrangement and rotation around the attachment screw. The 
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reflected beam passes through the third pressure window and reflects off of a 
small 45° mirror into the reference detector aperture. 

Model Retroreflector Assembly 

Figure 3 shows the retroreflector assembly designed for the Pathfinder I 
model. The window is a cylindrical lens designed for zero power (input and 
exit beams are collimated). Both the window and the hologram are cemented in 
place with Crest adhesive. 

The hologram and cube-corner reflector are mounted on a wedge below the 
window. The wedge positions the reflector normal to the input beam when the 
model is horizontal. The wedge will not be required for models where the 
retroreflector is directly below the tunnel window. 

Hologram installation and alignment is straightforward. An annular mask of 
vinyl tape with outer dimension that clears the mount is centered on the 
clean glass surface of the hologram disc. The center hole of the mask is one 
or two millimeters. A thin fillet of Crest is applied to the inside faying 
surfaces of the mount, then the hologram is pressed in place with a short 
length of 6 mm ID vinyl tubing. The tubing is also used to rotate the 
hologram and hold it in place while the adhesive sets. A low power He-Ne 
laser beam projected through the annulus generates higher order beams that 
indicate the clocking of the hologram. The hologram is rotated until the 
plane of the diffracted beams is normal to the flat spot on the mounting 
flange. 


9 




i 


(b) Cross-section, side view 



Figure 3: Retroreflector Assembly 
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Window installation and alignment can be a difficult problem, so detailed 
instructions are listed below. The materials required are aluminum tape, 
black vinyl electrical tape. Crest adhesive, finger cots, cotton swabs and a 
small vacuum pump with a bell jar. Wear the finger cots to prevent 
contamination of the window surfaces. Clean all parts before assembly. 

1) Cut a 12.5 mm diameter disc of electrical tape and apply to center of 
concave side of cylindrical window. 

2) Set window on lower part of window mount (Part B). Rotate window to 
align with cylindrical surface of B. 

3) Set Part A on Part B. 

4) Rotate A to align cylindrical surface with upper surface of window. 
Overhead fluorescent lights work well for this alignment. Orient A 
so the fore/aft line is aligned with the long axis of the lamps, then 
raise A slightly and rotate B until the lamp reflection in the window 
is aligned with the fore/aft line. 

5) Center the window in A then put a clean strip of vinyl electrical 
tape along the fore/aft of A and across the window. 

6) Check the alignment of the cylindrical axis of W and A by observing 
refected light on the upper surface of the tape. Note that the 
shadows on the tape also allow easy determination of elevation of the 
window relative to the upper surface of A. 

7) Insert paper shims to center the window in the hole in A. Unstick 
and pull the vinyl tape as required to move the window. 

8) When the window is centered and aligned, place A on B and cover with 
a strip of aluminum tape. Turn over and roll on a flat surface, 
pushing gently on B, to bring the window surface into alignment with 
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mount A. Very small elevation errors can be detected by observing 
the aluminum tape surface. 

9) Check the gap between the beveled window surface and the conical 
recess in A. Readjust and repeat 6) as required to center the 
window. 

10) Mix a small batch of Crest adhesive. 

11) Turn A upside down and pour 1 to 2 cc of Crest on the A/W gap. 

12) Evacuate until adhesive bubbles up, repeat several times to fill the 
gap with Crest. 

13) Remove the vacuum chamber and clean up excess Crest with cotton 

swabs. 

14) Allow sufficient time for Crest to completely harden. 

15) Gently remove tape, being careful to avoid high stress on the bond 

line. Remove with a peeling action, pulling parallel to the surface. 

16) Measure the gap between the upper surface of A and the lower window 

surface by applying a known thickness (X) of vinyl tape to the mating 
surface, then measuring the edge gap (Y) between A and B. Subtract Y 
from X to determine the gap. Cut a teflon gasket of thickness X-Y. 

If X-Y is negative, put a gasket on B, then shim the edges of A and B 

as required. 

16) (Alternate) Make a gasket of Crest between the window and B as 
follows: Protect the center with a vinyl tape disc with a tab, then 

apply a bead of Crest around the disc. Assemble A and B. Clean up 
the unused adhesive on the tape with cotton swabs. Remove the tape 
by gently pulling the tab parallel to the window surface after the 
Crest is cured. 
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Mechanical Stress Analysis 


The upper optical unit is designed to be held at ambient pressure. The 

housing and optical windows must withstand the pressure differential between 
ambient and plenum pressure. Stress calculations are below. 

The maximum stress in a uniformly loaded circular window is given by 
reference 1 . 

c _ KD 2 P 
^max ” 

4t 2 


where S max = 
D 
P 
K 


maximum stress 
= support diameter 

= pressure 

= constant depending on support 


According to reference 2, a value of K = 9/8 is suitable for an unclamped 
optical window. Assuming a safety factor of 4, the thickness to diameter 
ratio for an unclamped window is 

t/D = 1.06 (- 77 ) % 

where t = thickness 

Fa = apparent elastic limit 

If P = 1.1 MPa and Fa = 69 MPa (for fused silica), 
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t/d 


1.06 


.126 



so the minimum thickness for the 50.8 rim window Is 6.4 nm, and the minimum 
thickness for the 76.2 mm window is 9.6 mm. The windows used in the upper 
optical unit are 12.7 rrm and 19.05 mm thick, approximately twice the required 
thickness. 


The maximum stress and deflection occurs on the top plate of upper optical 
enclosure. The material is 6061-T6 aluminum, with elastic .modules of 6890 
MPa and tenile strength of 310 MPa. Reference 3 gives equations for maximum 
stress and deflection for a clamped flat plate with uniform loading. 


Max. stress = 



1 

.623 (b/a) 6 + 1 




Max. deflection = 


,0284wb 

Et 3 


_ 1 . 


056 (b/a) 


+ 1 . 


where a = 

length 

b 

= width 

t 

= thickness 

E 

a elastic modules 

w 

= load 


The top plate is stiffened with a 25.4 run x 50.8 mm aluminum beam welded to 
the underside of the plate. As a conservative case, we neglect the 
stiffener, then if the pressure differential is 1.1 MPa, the maximum 
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deflection is .31 mm and the maximum stress is 92 MPa. This is less than 1/3 
the yield stress. The actual stress and deflection will be much lower due to 
the stiffener. 

Hydrostatic Test Results 

On December 16, 1981 a hydrostatic test was performed on the upper unit of 
the optical assembly. All holes on the upper unit were plugged. Hydrostatic 
pressure of 150 PSI gauge was applied to the inside of the upper unit and 
maintained for 15 minutes. No observable deflection was detected in the top, 
bottom or flanges and no leaks detected on the 0-ring seals. This test 

represents a worst case test of the upper unit where all welds are tested in 
tension. In tunnel operation the upper unit is subjected to compression 
forces from the outside which are less severe than the internal forces from 
the hydrostatic test. 

Angular Corrections Due to Tunnel Effects 

There are four regions where variation in the index of refraction due to 
tunnel operating conditions can alter the beam angle. 

1. Interior of lower optical unit - The temperature is controlled when 

the tunnel is cold but the pressure varies with the plenum pressure, 
so the refractivity is a variable. Both pressure and temperature are 
variables when the tunnel is hot, as there is no mechanism for 
cooling the lower optical unit except by conduction to the upper 
unit. (The upper unit is cooled with room temperature nitrogen gas). 
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2. Space between lower optical unit window and tunnel window - The 
temperature will be closed to the tunnel wall temperature. The 
pressure varies with plenum pressure. 

3. Test section - The density field, acquired by measurement or 
modelling, should include the boundary layer on the tunnel wall. 

4. Inside the model - Refraction at the inside of the model window and 
at the reflector assembly depend on the pressure and temperature of 
the gas in the model. 

The index of refraction of the windows also changes with temperature, but 
this does not result in an angular error since the windows are planar and 
at uniform temperature. 

The relation between index of refraction and density is 
" 1 + ("s' 11 1? (1) 
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where 


n = index of refraction 

n s = index at standard conditions 

p = density 

P s = density at standard conditions 

The AIP Handbook lists the refractivity of nitrogen gas at several 
wavelengths, as shown in the Table 1. 

Table 1 - Refractivity of nitrogen gas at standard conditions 


x(nm) 

486.1 

546.1 

656.3 

(n-1 ) 

x 1000 

.3012 

<2998 

.2982 

•» 

O 

o 

o 

760 mm) 





Interpolating and extrapolating with a best-fit line, n = 1.0002985 for 
632.8 nm and n = 1.0002951 for 832 nm wavelength. 


Snell's Law can be used to calculate the angular correction at each 
window due to gas density differences. The equations are listed below. 


Lower unit window 
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12 ■ Vh = V - h 


( 2 ) 


where *12 = angular correction 

11 = angle of incidence in region 1 

12 = angle of incidence in region 2 

ni = index of refraction in lower unit 

n 2 = index of refraction in region 2 
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Tunnel window 


(3) 


*23 ' sin V - *2 


where 

Model window 

where n3 m = index of refraction in boundary layer 
.above model window 

i3 m = angle of incidence of beam entering window 
n4 = index of refraction of nitrogen gas inside 
model 

The correction for flow in the test section is more complicated. The density 
in the boudary layer will probably be different than the free-stream desity, 
and the density may not be constant in the flow direction. The curvature of 
a ray propagating in a three-dimensional density field is 

1.5iS£|gr,dn| (5) 

where R is the radius of curvature, grad n is the vector gradient of the 
deni sty field and is the angle between grad n and the ray. The ray curves 
in the direction of increasing density. Since curvature is the change in 
direction of the tangent to a curve per unit distance along the curve, the 
total angular direction of a ray is 

model 

• 3 = J | grad n | ds (6) 

window 


n3b s index of refraction in boundary layer next 
to the window 


'34 


(-H7 s1 " V - ' 


3m 


(4) 
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A sample calculation will illustrate the magnitude of the various 
correction elements. Consider the window on the optical unit. Assume the 
temperature inside the unit is 294°K while the temperature in the space 
below the window is 100°K. Assume 8 atmospheres pressure. If the angle of 
incidence of the beam on the window is 13° (as expected for Pathfinder 1), 
then *12 = -.057 degrees for the helium-neon beam and 012 = 0.056 degrees 
for the gallium arsenide lasr beam. The difference for the two wavelengths 
is insignificant, but the .057 degree correction is important. Since the 
correction is only six times the resolution requirement, extreme accuracy 
in the estimation of the pressures and temperatures is not important. The 
density ratio in this example is approximately three. This is much greater 
than will be expected at either the tunnel window or the model window. 
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III. ELECTRONICS 


Figures 4 and 5 are block diagrams of the electronic circuitry used in making 
phase measurements between four optical signals and an optically derived 
reference phase. Five alternating electrical voltages are generated by five 
photodetectors in the optical assembly. Two signals are derived from the 
model reflector and two from the reference reflector. As described in more 
detail elsewhere, the returns from both the model reflector and reference 
reflector consists of a visible and infrared light beam. The nominal 
frequency of the electronic reference is 2700 Hz with minimal amplitude and 
phase modulation resulting from imperfections of the rotating lens drum. The 
returns from the respective corner reflectors are also a nominal 2700 Hz 
modulated in phase depending on the angle of incidence of the beams at the 
model and reference reflectors. These signals too have minimal amplitude and 
phase modulation resulting from imperfections of the optical source. Phase 
measurements are made between each signal and the electronic reference. The 
phase change vs angle change is about one percent between the two detected 
signals for either reflector. It is this difference that enables an absolute 
angle measurement to be made after the system is calibrated. 

The phase measurement method for the four signals relative to the electronic 
reference are identical. One channel, the model visible, will be described 
with the difference between the others pointed out. 

Referring to figures 4 and 5 the light signal, in this case the visible light 
from the He-Ne laser is detected by a silicon photodetector followed by an 
amplifier. The amplifier is an integral part of the detector, both contained 
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Figure 4: General Block Diagram of Electronics, I of 3 























Figure 5: Genera! Block Diagram of Electronics, 2 of 3 
























in a TO-5 package. The output from the detector amplifier is further 
amplified and band limited by an active bandpass filter and line driver. The 
output of the driver amplifier is transformer coupled. Interconnecting 
cables using twisted pair shielded wire connects the output of the detector 
box in the optical assembly to the processor drawer. The input at the 
processor is also transformer coupled. Transformers and twisted shielded 
pairs were used to minimize pick-up and eliminate ground loops. Signal 
magnitude was also intentionally kept at a low level up through the processor 
to minimize pick-up. The bandwidth up through the Phase Lock Loop (PLL), 
filter was intentionally made broad to minimize the effects of phase shifts 
associated with narrow bandwidths. 

At the processor the signal is applied to a bandpass amplifier followed by an 
automatic gain control (AGC), circuit. The automatic gain control circuit 
has a useable dynamic range of 50 db. AGC starts for an input of 25 milli- 
volts peak-to-peak maintaining the output at 1.4 volts peak-to-peak. The 
circuit has an attack time of 1 to 2 milliseconds and a decay time of 0.4 
sec. AGC is necessary to maintain a relatively constant input to the limiter 
stage before the PLL. 

Only the model visible channel has a signal present detector which consists 
of a full wave envelope detector and schmitt trigger with adjustable 
threshold. The attack and decay time is determined by the time constant of 
the envelope detector. An operational limiter amplifier follows the AGC cir- 
cuit to limit the instantaneous amplitude of the signal before application to 
the PLL circuit. 
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The PLL is used as a filter and equivalent zero crossing detector. In other 
words, the nominal 2700 Hz sinusoidal input is converted to a digital output 
before application to the start/stop counter phase detector. Note that all 
channels so far, except for the signal present circuit for the model, are 
identical. This includes the electronic reference channel. The signal at A 
through E of figures 4 and 5 are now digital signals with nominal frequencies 
of 2700 Hz. 

The basic principle of a start/stop phase detector is as follows. The 
electrical phase difference between two sinusoidal waveforms is determined by 
measuring the time between zero crossing of the two waveforms for a given 
slope. To measure the time a counter counting at a clock rate as determined 
by the resolution required by the phase measurement is gated. A typical 
counter sequence would be as follows. The counter output is reset to zero. 
The selected zero crossing and slope of the reference waveform enables the 
clock input to the counter and the same slope and zero crossing of the other 
waveform, the signal, disables the clock input to the counter. Since the 
clock rate and the period of the reference is known the counter output is a 
measure of the phase between the two waveforms. The ratio of the counter 
output to the number of counts for one complete cycle of phase difference is 
a fractional measure of the phase difference. 

The nominal frequency of the electronic reference is 2700 Hz. The 
requirement for absolute angle measurement dictated a clock rate of 2.7 MHz, 
one thousand times the frequency of the electronic reference. Two cycles of 
the electronic reference were used to make a phase measurement. The time 
'during the second half of the second cycle is used to read the contents of 


24 


the counter and reset the counter for the next measurement cycle. All the 
timing is derived from the electronic reference and all four phase measure- 
ments correspond to a given two cycles of reference. The absolute angles for 
the model and reference reflectors are derived from the outputs of the 
start/stop fractional fringe counters. Because the fringe angles per cycle 
of phase are different for the visible and model by approximately one per- 
cent, a unique relationship exists between the two counters as a function of 
model angle. The same is true for the reference channel. From this unique 
relationship the system can be calibrated as an absolute angle measuring 
device. 

Note that all outputs from the fractional fringe counters are accurate 
fractional fringe measurements which repeat for each fringe angle change of 
model or reference angle. A relative angle measurement is made by 
bidirectionally counting the whole fringe cycles. The fringe counter circuit 
also consists of a fractional fringe counter using a binary-code-decimal 
counter. Each fractional fringe count measurement is compared to the 
previous measurement to determine if whole fringe boundaries have been 
crossed. The decision logic compares the present measurement to the previous 
measurement in the following manner. If the previous counter output is 
between 700 and 999 and the preset counter output is between 000 and 399 the 
fringe counter is incremented by one. If the previous counter output is 
between 000 and 399, and the present counter output is between 700 and 999, 
the fringe counter is decremented by one. Exact angle measurement requires 
that the fringe counter be reset at some known model reference angle 
initially. The absolute angle measurement does not require initialization at 
an exact model or reference angle. (Initially the system was intended as a 
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full time absolute angle measurement system, but data transfer and 
computation time of the outboard computer limited its useful lness to low 
angle rates). Because the fractional fringe count is always absolute and the 
fringe count method has very high noise immunity due to the large decision 
window, the absolute measurement is used to update the fringe counter when 
necessary. The fringe counter output plus fractional fringe counter output, 
with appropriate conversion factors, is the relative angle measurement. The 
above description of the fringe counter also applies to the reference fringe 
counter. 

The microcomputer controls the activity of the GPIB interface, directs 
control functions from the outboard computer to the function to be 
controlled, and addresses the storage registers for sequential transfer of 
the data through the GPIB. The shift registers are updated every two cycles 
of the electronic reference. During the last half of the second cycle a data 
valid flag is sent to the microcomputer. During this time the microcomputer 
can request a data transfer if it has received a data request from the 
outboard computer. Data transfer is initiated and the rate of data transfer 
is determined by the outboard computer. Data in the storage registers is not 
updated until transfer of the complete data set is completed. 

The Bus Transceivers provide the interface to the standard HP1B bus to the 
outboard computer. 

Figure 6 is a general block diagram of the electronics in the optical 
assembly and the external interface. The photodetectors have already been 
described. The electronic reference circuitry differs from the other four in 
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bandwidth, and the output also drives the light emitting diodes, LED's, 

driver and control circuitry. Each signal detector housing has an LED, the 
light from which can be seen by the respective photodetector. The outboard 
computer can turn the LED's on and off. The signal from the electronic 
reference is used to modulate the LED's light output. The purpose of this 
circuit is to simulate a controlled modulated light source from which drift 
in the electronics can be corrected out. During the calibration process, a 
phase measurement is made with the LED's. At subsequent times measurements 
are again made and any differences are corrected out in the angle 

computations. 

A laser diode is used as a light source in the system. The laser diode is 

driven from a circuit which maintains the output light level at a constant 

level. A photodiode in the same package as the laser diode is used as a 
feedback element to maintain the output light power current. Such a circuit 
is necessary because the lifetime of the laser diode is very sensitive to 
output light power. The output light wavelength of the laser diode is also 
strongly dependent on temperature (.25 nm/°C). To control the temperature of 
the laser diode, it is mounted on a thermal sink to which a thermoelectric 
heater/cooler is attached. The thermoelectric heater/cooler drive 
electronics is located in the temperature controller drawer. A thermistor 
feedback element is mounted on the heat sink to sense the temperature of the 
laser diode. 

Tape-on film heater elements are mounted within the upper and lower sections 
of the optical assembly for ambient temperature control. A separate 
controller is used for each section with temperature sensing accomplished in 
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each section by RTD's. The temperatures are adjusted at the respective 
controllers. 

All of the beam pointer actuator driver and control electronics Is In the 
controller Drawer. The actuator can be controlled manually or by the 
outboard computer. Limit switches are used to ensure that motor turn off 
occurs at the extreme ends of travel. The scan mirror consists of a single 
phase a. c. motor driving a cam. The scanning mirror is controlled by the 
outboard computer. 

Output data sequence 

Data: Binary consisting of two bytes/word and 8 bits/byte. The sequence 

of 12 bytes is referred to as a data block. The data sequence/byte 
is as follows: 

1. MSByte of relative integral fringe counts for model visible, 00H or 
01H ; 00H=signal present for data block, 01H=signal not present for 
data block. 

2. LSByte of relative integral fringe counts for model visible; 
relative integral fringe counts resetable to 78H (120d). 

3. MSByte of relative integral fringe counts for reference visible, 

00H. 

4. LSByte of relative integral fringe counts for reference visible; 

MSBit=signal present Lost, resetable to 0 from computer only during 
signal present; 7 LSBits are the relative integral fringe counts 
resetable to 14H (20d). 

5. MSByte of fractional fringe counts for model visible, 4 MSBits a 

OH. 
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6. LSByte of fractional fringe counts for model visible. 

7. MSByte of fractional fringe counts for model i.r., 4 MSB1ts=0H. 

8. LSByte of fractional fringe counts for model I.r. 

9. MSByte of fractional fringe counts for reference visible, 4 
MSBits=0H. 

10. LSByte of fractional fringe counts for reference visible. 

11. MSByte of fractional fringe counts for reference i.r., 4 MSBits=0H. 

12. LSByte of fractional fringe counts for reference i.r. 

Phase-Lock-Loop Adjustment Procedure 

To adjust the phase the phase-lock-loops (PLL ), display the output of the 

respective J-N, N = Number, BNC connector and square wave at the point on the 
card as defined below on a two beam scope. Trigger the scope from the 
square wave and adjust the variable resistor as specified below for a well 
defined phase lock. Remove the input signal and make sure that the PLL 
locks up again when signal is reapplied. Readjust as necessary to assure a 
solid lock and reacquisition. 

J-10 I. R. Reference-Card #4 
Adjust R-9 

Monitor square wave at 28 12. 

0-11 Visible Reference-Card #4 
Adjust R-5 

Monitor square wave at 1^ 12 
J-9 I. R. Signal-Card #3 
Adjust R-5 

Monitor square wave at 1^ 12 
J-8 Visble Signal -Card #3 
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!;• Adjust R-9 

Monitor square wave at 28 12. 

J-12 Electronic Reference - Card #9 
Adjust R-5 

Monitor square wave 1_ 5. 

Computer Control Commands 

1. Reset of model relative integral fringe counter: Reset=CHR$(02); 
Enable=CHR$(00). Reset value = 78H (120d). 

2. Reset of reference relative integral fringe counter: Reset=CHR$(03); 
Enable=CHR$(00). Reset value = 14H(20d). 

3. Reset of analog: Reset=CHR$(04 ); Enable=CHR$(00). 

4. Reset of 1, 2, & 3: Reset= CHR$(05 ); Enable=CHR$(00 ). 

5. Reset of signal present latch: Reset=CHR$(06); Enable=CHR$(00). 

6. Actuator forward: Forward=CHR$(07 ); Stop=CHR$(00). Actuator moves in. 

7. Actuator aft: Aft=CHR$(08); Stop=CHR$(00 ). Actuator moves out. 

8. Drift correction, LED's on and Laser-diode off: 0n=CHR$(09); 

0ff=CHR$(00 ). 

9. Mirror scan: Enable=CHR$(10); Di sable=CHR$(00 ). 

10. Reset angle sensor microcomputer and interface: Send IFC over HBIB 
interface. 

11. Command terminator, *, CHR$(42). 

I/O statements for conmands 

Output 9 HP1B using CHR$(X ), CHR$(00) CHR${42) 

Interface Clear, IFC 
Write 10 7, 23; 143 
Write 10 7, 23; 15 
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VI. ELECTRICAL SCHEMATICS 
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Figure 7: Flow Diagram of the Detected Optical Signals 
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Figure 1 1: Limiter and PL L, Card 3 and 4 
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Figure 14: Reference I.R. Phase Detector, Card 5 

























Figure 15: Signal Present and Signal Present Latch , Card 5 
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Figure 18: Mode / /./?. Phase Detector, Card 6 
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Figure 20: Timing Generator, 1 of 2, Card 7 
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Figure 21: Timing Generator , 2 of 2, Card 7 
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Figure 22: Address and Control Decoders, Card 8 
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Figure 23: Microcomputer and GPIB, Card 8 









Figure 24: 8748 Code , 1 of 2 
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Figure 25: 8748 Code, 2 of 2 


51 






























































































52 (See Addendum Page 169) 


D£OJ 


7 





Figure 26: GPIB and Bus Interface , Card 8 
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Figure 29: Analog Output, Card 10 
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Figure 32: Card Chassis Wiring, 2 of 6 
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Figure 35: Card Chassis Wiring, 5 of 6 . 
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Figure 36: Card Chassis Wiring, 6 of 6 
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Figure 37: Signal Detectors , Enclosure 2, 3, 4, 5 
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Figure 43: Thermoelectric Controller, Controller Chassis 






Figure 44: Laser Diode and Control, Optical Assembly 





Figure 45: Wiring Diagram ofJ-2 at Optica! Assembly 
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(See Addendum Page 179) 
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Figure 53: Block Diagram of interconnecting Cables 
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Figure 55: Wiring Diagram for Cable With Connectors J~2 
































Figure 56: Wiring Diagram for Cable With Connectors J-3 
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Figure 57: Wiring Diagram for Cable With Connectors J-4 
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The equations for the doppler frequency shift correction 



clock signal which then, has the formula 


Sq - Aq ein(w Q t) 

The visible and infrared signals reflected back fro* the sod el (or reference) 
retro ref lector ere 


f in w C 
° 


w d (t) 


t + w d (t) 




A v («) 


a + 




* 


s 


I 



¥‘3 


Their frequencies f 4- f^ differ from the clock frequency f Q because of the 
doppler frequency fg which Is the ease for both channels* There are three 
phase shifts: wgg because the signals ere shifted from the center frequency 

of the band pass filter. Act which is the phase shift due to the direction 
angle of the retroreflector and $ which Is doe to signal delays through the 
system. 


A counter clock runs at a rate of 1000 counts per reference clock period. 


** “ 1000 f 

o 

Tte reference clock signal has zero-croaslng-going— positive tines of 
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t 


2*M 


with M any interger. 

The visible and Infrared signals have zero-croaaing-golug-poeltive tina of 

2*H - w^K - Aa - 0 


with N any Integer. 

The co nuts neasured by tbe start-stop cotmter for the visible and infrared 
chatmela for M ■ K - 0 are 


C 

VO 


~ - 1000 f t - - 
At o o 


1000 y* d ^ + 




w o + w d 


*10 


1000 f oCwjKj + A I a + 0 r ) 


w o + w d 


The aeasoreaente are taken every three cycles of the reference dock. The 
counts measured by the start— atop counter for the visible channel for 
M - H ■ 3 are 


Sri 



1000 f (■ 


2*3 - (w d ^, + + fr) 


W + w , 



Subtree ting gives 


. . 3000 w, 

<bn - So - >000 f 0 2»3(-4— -i.) - -Trnr 

(j a O O u 

which can be used to solve for the doppler frequency shift. Using the 
infrared channel would give tbe sane result. 

■Vi - C 00 . . _ . w d 

30,0 "o * B d B o * B d 

so that 

<s v - V B d 


rc c ■ 2 * B ° * ^ 2,3 

^ n " *Vr 1000 w o ” Si ~ CyQ + 3000 
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and the doppler frequency shift is corrected for. When a aynaetrical 
expression la used with g + j and ^ there Is a choice of using 


to give 


(w Q + Wj}| average 


+ w. 

or/ { ° average 


(K 7 - V w d + <\ ^ V 2 + S ~ *1 


< C IH - <W 2ff 3 


Sy, H^rS, s - l . 
2 


3000 


or 


* c ni " *W 2> 3 ^.h * l ~ Smi - i + 3000) 
< c v, B + l - Sr. « - 3 uuu ' ic v!b - Sr,> - 1 - Juul ” 


respectively. For doppler shifts both expressions give approx inately 

the sane value. 
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COMPONENT PARTS LIST 



PARTS LIST 


IC's 

Quantity 

Manufacturer 

LF-356 BN 

55 


LM-741 CN 

4 


LM-747 CN 

1 


Lm-311 N 

1 


LM-358 N 

1 


LH-0021 CK 

1 


MC-3447 P 

2 


DS-8820 AN 

1 


DS-8830 N 

1 


SN74LS00N 

4 


SN74LS02N 

2 


SN74LS04N 

20 


SN7406N 

1 


SN74LS08N 

3 


SN7409N 

1 


SN74LS10N 

3 


SN74LS14N 

5 


SN74LS20N 

2 


SN74LS73N 

1 


SN74LS74N 

9 


SN74121N 

1 


SN74LS154N 

2 


SN74LS157N 

2 


SN74LS192N 

18 


SN74LS193N 

31 


SN74LS221N 

10' 


SN74LS241N 

12 


XR2208 

5 


XR8038 

5 


D8748 

1 

Intel 

P8291A 

1 

Intel 

DAC-169-16D 

1 

Datel Intersil Inc. 

TIL-216 (LED) 

4 

Texas Instruments 

TIL-111 

4 

Texas Instruments 

ML3001 

1 

Mitsubishi Electronic 
Corp. ALGaAs Laser Diode 

UDT-500 

5 

United Detector Tech. 

OE-58 (2.7 MHz) 

1 

International Crystal 
Manufacturing Co. Inc. 
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PARTS LIST 


Transistors 

Quantity 

Manufacturer 

2N2905 

5 


2N2222 

3 


2N4300 

1 


2N3735 

2 


2N2920 (NPN-PNP) 

5 


2N4858 (FET) 

5 


Transformers 

SP-67 

21 

Triad 

DOT-23 

1 

TRW 

Votaqe Requlators 

LM340LAZ-12 

5 


LM320L-12 

5 


LM309H 

6 


LM320T-12 

1 


Power Supply's 

85-15-2150 

1 

Sola 

LYS-X-15 

1 

Lambda 

LUS-9-12 

2 

Lambda 

ECV-12DI.T 

1 

ACDC electronics 

Thermoelectric Cooler 

FC0.6-18.06L 

1 

Mel cor Inc 

Thermister 

6B34J14 

3 

Fen Wall 

Controller 

63911 

2 

Controller Reseai 


Inc. 
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PARTS LIST 


Misc. Quantity 

Motor 1 

Motor Rotating Lens 1 

75A120-2, A.C. 

Synchronous Type FC 
60Hz 115 volts, sync 
speed 1800 RPM 


KRP11DG 2 

12 V.D.C. Relay 

PRMA1A05 1 

5VK3F2581 2 

Line Filter 
MPD-6405-6 

Electromechanical 1 

Actuator 12 V.O.C motor 
6 in. travel 

PBS2107F1-1000 1 

Heaters 

HK6070-0J.B54 4 

HK6070-08B86 .4 2 

HK6070-10B108 2 

HK6060-07B52.3 4 

HK6060-12B89.6 4 


Manufacture 

TRW Globe 
Arrow Electronics 

Potter 6 Brumfield 

Clare Relay 
CorCom 

Ouff -Norton Co. 
PeWee Boxer Fan 

Minco Products Inc. 
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PARTS LIST 



Ouantity 

Manufacturer 

Cylinder Lens #23-7503 
300 mm focal length 
60 mm long, 50 mm wide 

1 

Ealing Corp. 

Filter #26-4457 
RG-715 glass 

1 

Ealing Corp. 

Mirror #41,802, Gold coat, 
127x178 mm 

1 

Edmond Scientific 

Mirror #71,709, Gold coat, 
203x254 mm 

1 

Edmond Scientific 

5-inch Lens, 24.75-inch FL 
#3E1475, coated 

1 

A. Jaegers 

Right angle prism #39E2023 
silvered & coated, 
17x12x12 mm 

2 

A. Jaegers 

Fused silica window 
optical grade 4000 
3h x 9 inches, 3/4 inch 
thick, commercial polish 
both sides. Magnesium 
Fluoride AR coat centered 
at 7000 Angstroms, both sides 

1 

Esco Products Inc. 

Fused silica window 
same as above but 
3-inch diameter & 3/4 inch 
thick 

1 

Esco Products Inc. 

Fused silica window 

2 

Esco Products Inc. 


optical grade 4000 
2-inch diamter, h inch 
thick commercial polish 
both sides no AR coating 
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PARTS LIST 


Quantity 

Cube corner reflector 6 

diameter = 0.245 +0, -004-inch 
height = 0.174, +0, -0.004-in to 
sharpe edge, max. bevel allowed® 

0.010-inch, X/4 surface flatness 
30 arc second or less beam 
deviation apex concentric to 
diameter to within 0.010-inch, 
make from Schott SF56 
Grade A, precision annealed 
optical glass 

Interference filter FWHM=3oX+3nm 2 

width = lk inch, height = 3/8 inch, 
thickness less than or equal to 
k inch, clear aperture = lxk inch, 
blocking from 0.3 to 1.1 microns, 
center wavelength * 633 nm 

\ 

Lens, #33B 3006, plano-convex lens, 90 

FL = 7.6 mm, diameter = 4.5 mm 
coated 


Manufacturer 

Rocky Mountain 
Instr. Co. 


Dell Optics 


A. Jaegers 


Villi. RfirtREHCES 

1. Marks, Lionel S., Mechanical Engineers Handbook, pp. 477-480 (McGraw- 
Hill Book Co., New York, 1941). 

2. Smakula, A. et. al., Harshaw Optical Crystals, p.16 (Harshaw Optical 
Company, 1967). 

3. Faupel, Joseph H., Engineering Design, p.244 (John Wiley and Sons, Inc., 
New York, 1964). 
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IX ADDENDUM 
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